Enter New Lot of QC Control

[ 4 | 2
Main Menu Main Menu .
ControlfCalibrator
Q/C Menu Assay Value Input
Prime System Reagent Setup
Yiew Con/Cal Use the barcode reader to input
the list of barcodes from the assay
ROWEr Do Slandhy sheet far the contral or calibratar
View Xb Stats you want to define.
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